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the operators of the assays. All sera were stored at
-20'C and thawed before assay at room tem-
perature. All reagents used were of analytical grade.

LATEX FIXATION TEST
This test was carried out with the Rheuma Wellcotest
kit (Wellcome Reagents Ltd, Wellcome Research
Laboratories, Beckenham, Kent, England). Macro-
scopic agglutination of IgG coated latex particles
indicated a positive reaction. Quantitation of positive
results was not done. Positive and negative controls
were included.

HAEMAGGLUTINATION TEST
This test was carried out with the Fujozoki kit
(Diamed Diagnostics Ltd, Bootle, Merseyside,
England) in which fixed sheep red cells are coated
with denatured rabbit IgG. The assays were done in
the microtitre plates provided. Patients' sera were
heated at 56°C for 30 minutes to inactivate com-

plement. A range of dilutions from 1/20 to 1/320 were
prepared in the absorbing diluent supplied by the
manufacturers. A duplicate well of 1/20 dilution
served as a negative control.

Dilutions were allowed to stand at room tem-
perature for 30 minutes for the absorption of non-

specific effects. Reconstituted sensitised (test) cells
(25 p1) were added to each of the test dilutions and
25 p1 of unsensitised (control) cells were added to the
control well containing the duplicate 1/20 dilution.
Positive and negative control sera were included on

each microtitre plate. The contents of all wells were
then mixed thoroughly and left at room temperature.
Reactions were recorded at three hours and again
after further overnight incubation at room tem-
perature using the criteria for agglutination, as
described by the manufacturers. Those sera giving
positive agglutination at titres of 1/40 or greater were
recorded as being positive for IgM rheumatoid factor.

END POINT LASTER NEPHELOMETRIC ASSAY
The Hyland PDQ nephelometer was used (Travenol
Laboratories Ltd, Thetford, Norfolk, England). In
this assay the patients' IgM rheumatoid factor reacts
with human heat aggregated IgG supplied by the
manufacturers (LAS-R rheumatoid factor antigen
(human)). The resultant immune complexes scatter
light from a laser beam in proportion to the amount
of IgM rheumatoid factor present in the test sera.

Sera were thawed from - 20°C at room temperature
and then heated at 56°C for 30 minutes to inactivate
complement.

Cuvettes prepared with filtered saline were filled
with 100ju1 of patients' or control sera plus 200ju1 of
the LAS-R antigen. Relative light scanner readings
were taken according to the manufacturers'

Table 1 Non-rheumatoid arthropathies group

Diagnosis No (%)

Osteoarthritis 27 (47)
Psoriatic arthritis II (19)
Polymyalgia rheumatica 4 (6-9)
Paget's disease 3 (5-2)
Reiter's syndrome 2 (3-4)
Chronic gouty arthritis 4 (6-9)
Ankylosing spondylitis 1 (1-7)
Cervical spondylitis I (1 7)
Hypermobility 1 (1-7)
Soft tissue rheumatism 4 (6-9)

Total 58 (100)

instructions at 20 and 90 minutes for test and control
cuvettes. Any sample giving a relative light scatter
value greater than 10 at 20 minutes was considered to
be positive. Any sample giving a negative result at 20
minutes and subsequently giving a relative light scat-
ter value of three or more at 90 minutes was also
considered to be positive. The delayed second reading
was intended to take into account the slower rate of
complex formation that may occur in weakly positive
sera.

STATISTICAL ANALYSIS
Results obtained from the three assays were analysed
by: two by two contingency analysis; the x2 test with
Yates' correction13; Yule's coefficient of
colligation"4; and Cochran's test.15 The ages of
patients in the groups with rheumatoid arthritis or
non-rheumatoid arthropathies were analysed by
quartile distribution and by the x2 test with Yates'
correction'3 and the median test."6

Results

Tables 1 to 5 show the results. There were no
significant differences between the patients with rheu-
matoid arthritis and those with non-rheumatoid
arthropathies in distribution of ages (table 2).

Table 2 Age distribution (years): analysis by quartiles

Rheumatoid Non-rheumatoid
arthritis group arthropathies group

Mean 55-8 51
Range 26-76 17-81
First quartile 50 (at point 18) 39 (at point 15)
Second quartile 57 (at point 35) 51 (at point 29-5)
Third quartile 63 (at point 52) 63 (at point 44)
Semi-interquartile range 6 5 12
Total No in set 69 58

Median test x2 test with Yates' correction
X2 = 2-14 (p > 0-1)
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Table 3 Difference in IgM rheumatoidfactor detection between rhewmatoid arthritis and non-rheuamatoid arthropathies
groups with three tests*

Latexfixation Haemagglutination Nephelometry

No No No No
positive (%) No negative positive (%) No negative positive (%) negative

Rheumatoid arthritis 52 (75 4) 17 51 (73-9) 18 38 (55-1) 31
Non-rheumatoid arthropathies 6 (10-4) 52 5 (8 6) 53 6 (10-4) 52
x2 5SlIt 545t 259t
p < 0-0005 <0-0005 <0*0005
Y 068 0-69 053

*2 x 2 contingency table with x2 analysis and Yule's coefficient of colligation (Y).
tX2 test.

Table 3 shows that in the group with rheumatoid
arthritis 75-4% of sera were positive by latex fixation,
73-9% by haemagglutination, and 55-1% by neph-
elometry. In the group with non-rheumatoid
arthropathies 10-4% of sera were positive by latex
fixation, 8-6% by haemagglutination, and 10X4% by
nephelometry. Table 3 also shows that the differences
in the rates of positive results between these two
groups were highly significant (p < 0-0005) for all
three assays. The x2 value for the nephelometric
assay, however, was about half that for the latex
fixation and haemagglutination assays; therefore
Yule's coefficient of colligation was applied to the
same data. In this statistical method the ability of the
assay being analysed to discriminate between a posi-
tive and a negative result becomes more powerful the
closer Y approaches unity. The latex fixation and hae-
magglutination assays have almost identical Y values,

which are significantly greater than the Y value
obtained for the nephelometric assay. In table 4 the
positive and negative results obtained with each assay
were compared with those obtained using the other
two assays with two by two contingency analysis. In
the group with rheumatoid arthritis there was no
significant difference in the number of positive results
between the latex fixation and haemagglutination
assays. Both latex fixation and haemagglutination,
however, produced a significantly higher number of
positive results than nephelometry (p < 0 025 and p
< 0-05, respectively; see table 4). To confirm that the
results obtained with nephelometry were significantly
different from those obtained with the other two tests
the same data were analysed by Cochran's test. For
both latex fixation and haemagglutination the
differences between them and the nephelometric assay
were highly significant (X2 = 24-4, p < 0-0005). In the

Table 4 Difference between three tests used in detection ofIgM rheumatoidfactor in patients with rhewnatoid arthritis or
non-rheumatoid arthropathies

Test v Test x2t p value

Patients with rheumatoid arthritis
Latexfixation Haemagglutination

Positive 52 51 0-038 NS
Negative 17 18

Latexfixation Nephelometry
Positive 52 38 5-4 < 0-025
Negative 17 21

Haemagglutination Nephelometry
Positive 51 38 456 <005
Negative 18 21

Patients with non-rheumatoid arthropathies
Latexfixation Haemagglutination

Positive 6 5 01 NS
Negative 52 53

Latexfixation Nephelometry
Positive 6 6 0 NS
Negative 52 52

Haemagglutination Nephelometry
Positive 5 6 01 NS
Negative 53 52

*2 x 2 contingency table with x2 analysis.
tYates' correction.
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Table 5 Ratio ofpositive:negative IgM rhewnatoidfiactor
assays in patients with rheumatoid arthritis by age range

Age (years)

Test 0-49 50-59 60+

Latex fixation 1-13 2-83 5 2
Haemogglutination 1-43 2-29 4 17
Nephelometry 0.55 0-92 2.1
Mean 1-04 201 3 82

group with non-rheumatoid arthropathies there were
no significant differences when each test was com-
pared with the other two in the same way.

Table 5 shows that in the group with rheumatoid
arthritis positivity for IgM rheumatoid factor
increased with age and that the lower rate ofdetection
by the nephelopmetric assay persisted throughout the
age groups. In the group with rheumatoid arthritis
there were three discrepant results between the latex
fixation and haemagglutination assays, and in all
three nephelometric assay was negative. In the group
with non-rheumatoid arthropathies only one patient
gave a discrepant result between latex fixation and
haemagglutination.

Discussion

Enthusiastic reports of the value of nephelometric
assays of IgM rheumatoid factor have recently been
published.9'-2 It has been suggested that this tech-
nique has specificity and sensitivity equal to or greater
than the established assays based on particle aggluti-
nation. The results obtained in this study do not
confirm this. The latex fixation and haem-
agglutination assays had equivalent sensitivity and
specificity, which were greater than those of the neph-
elometric assay. This was surprising and requires
explanation. One explanation may be that this is the
first study in which assays of IgM rheumatoid factor
have been compared prospectively and blindly in
patients who were defined strictly according to ARA
clinical criteria alone.1 It is also the largest prospec-
tive study of this sort to have been done.

In a comparative study9 of 92 patients with a vari-
ety of joint disorders, 72 of whom had rheumatoid
arthritis, nephelometry was found to be as accurate
an assay of IgM rheumatoid factor as the differential
agglutination test (DAT). In the group with rheu-
matoid arthritis, however, both assays had detection
rates of 61%, which is similar to the nephelometric
rate in this report (55-1%), but all are unacceptably
low rates compared with a DAT detection rate of
77% obtained in one series of 1102 tests.'7 In another
study'0 assays of IgM rheumatoid factor by latex
fixation and nephelometric techniques were com-

pared in 100 consecutive patients admitted to a geri-
atric unit. Only three had rheumatoid arthritis-two
with radiological lesions but no clinical activity.
Eighty nine patients gave negative results by both
assays, which suggests a high degree of concordance,
but the authors concluded that the latex slide test had
a 9% incidence of false positive results compared with
a 2% incidence using nephelometry. When the results
from our study are broken down into age groups and
the ratio of positive:negative results is obtained, then
the nephelometric assay consistently scores a much
lower positive rate for all age groups, and in the
patients over 60 years of age fails to achieve the ratio
obtained by the latex fixation and haemagglutination
assays in the patients aged 50 to 59 years. This lower
sensitivity may explain why a lower false positive rate
was obtained with a nephelometric assay in the study
of geriatric patients.'0 It is unlikely that the difference
in the false positive rates between the latex fixation
and nephelometric assays carried any statistical
significance in that study.
Two further studies, both retrospective, concluded

that the nephelometric assay was equal to other tech-
niques.1 '2 In the first of these" sera were assayed
for IgM rheumatoid factor retrospectively from 30
patients with classic or definite rheumatoid arthritis
and 23 healthy controls. Good correlation between a
radioimmunoassay and a nephelometric assay was
obtained (r = 0-97, p < 0-001), but sensitivity and
specificity were not reported. In the second study'2 a
rate nephelometric assay was compared with a latex
fixation assay and an R-W assay in sera from 100
patients with rheumatoid arthritis, 70 with non-
rheumatoid arthropathies, and 50 blood donors.
Comparable sensitivities were obtained, although the
nephelometric assay was less specific than the others.
The detection rates were high (nephelometry 80%,
latex fixation 83%, R-W 75%) in the group with
rheumatoid arthritis compared with 70% for a latex
fixation assay in a much larger study, (Lloyd KN, et
al. Abstract, XIV International Congress of Rheu-
matology, San Francisco, 1981), and they suggest a
bias in selection of sera in such a retrospective study.

Superficially, use of rate nephelometry seems to
give greater sensitivity to the IgM rheumatoid factor
assay than an end point technique, if the results of the
study by Roberts-Thomson et al'2 are compared with
those of Pritchard and Jobbins.9 It has been shown in
another recent study,'7 however, that rate neph-
elometry produces a detection rate in patients with
rheumatoid arthritis in line with that found in our
study. The R-W, latex fixation rate nephelometry and
enzyme linked immunosorbant (ELISA) assays of
IgM rheumatoid factor were compared in 48 patients
with rheumatoid arthritis and 48 blood donors. In the
group with rheumatoid arthritis the positive rates
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were 60%, 90%, 69%, and 92%, respectively. That
study was not described as prospective or blind, or of
patients selected by clinical criteria alone. Therefore
the comparatively high latex fixation and ELISA
results suggest that sera may have been preselected by
another method or that only classic and no definite
patients with rheumatoid arthritis were studied. The
difference between the detection rate in the latex
fixation assay and that of the nephelometric assay,
however, was comparable to that reported here. Rate
nephelometry does not consistently improve the sen-
sitivity of the nephelometric assay.
Although the methodologies of latex fixation and

nephelometry were comparable in all the studies
reviewed, including the present study, the cellular
agglutination assays were varied. It is unlikely that
this variability of techniques explains the variable
results in these studies, however, as the results
obtained with diverse cellular agglutination tech-
niques have been shown to be comparable in this
study and in a previous study.'0

In summary, it seems that there are sufficient
grounds for not accepting either end point or rate
laser nephelometry as equal to or better than any
other technique used to detect serum IgM rheumatoid
factor. This is particularly true in view of the results
presented in this study, where the assays were used as
screening tests to confirm clinical diagnoses based on
ARA criteria. Nephelometric assays may have a place
in quantitation of IgM rheumatoid factor in patients
already known to be seropositive,'2 17 although the
superior sensitivity of the ELISA method suggests
that it may be preferable for quantitation.17
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