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Figure Mean lengths of the components of trephine biopsy specimen produced by each

operator who performed more than five, ranked by the number performed. The bar stack

marked with an asterisk is the averaged pooled trephine biopsies performed outside of the

Christie Hospital and sent for review.

mopoietic marrow and interpretable haemo-

poietic marrow) were measured using an

eyepiece graticule. These measurements were

made without knowing the identity of the

operator who performed the trephine biopsy.
The operator who had performed the tre-

phine biopsy was assumed to be the person
signing the request card. Where signatures
were illegible, they were photocopied and each

signature was allocated a code number.

Results

Trephines (n = 767) were identified from the

day-book. This constitutes 11% of the work-
load of the histology department. Slides were

available on all but five and request cards on all

but 36 of those ascertained from the day-

book.
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Figure 2 The percentage of trephine biopsy specimens positive for tumour plotted against
the length of the trephine in 04 cm increments: 95% confidence limits for each bar are
shown.

The average length of trephine biopsy speci-
men recorded by the MLSOs was 1X59 cm
(95% cl 1X52-1*66 cm). The average total
length of a trephine in histological section was
1-15 cm (c II10-I 19 cm). This amounted to
an average shrinkage of 29% during processing
and sectioning. The shrinkage was partly
accounted for by the presence of blood clot on
the trephine, which leads to an overestimate of
the length of the trephine: in those 170 cases in
which blood clot was present, the average
length measured by MLSOs was greater, at
1-86 cm (cl 1-68-2-02 cm), with an average
length in section of 1 16 cm (ci
1 07-1 24 cm), a shrinkage of 37%. However,
even when no blood clot was seen in the
section, there was an average shrinkage of
25%, from 1-51 cm (cl 1i44-1-57 cm) to
1-12 cm (cl 1-07-1-17 cm), during process-
ing. All measurements given thereafter were
made on histological sections and are therefore
comparable; they should be multiplied by a
factor of 1-33 to correct to the lengths before
processing.
The average length of each component in

histological section was: soft tissue 0 09 cm (c 1
0-07-011 cm); bone cortex 0 04 cm (cl
0 03-0 05 cm); disrupted marrow 0 26 cm (ci
0-24-028 cm); and interpretable marrow
0 74 cm (cl 0-70-0-78 cm). Hypocellular sub-
cortex could only be identified with certainty
in a small proportion of trephine biopsy
specimens and its contribution to the average
length was negligible; this component was not
analysed further.

Thirty operators were identified who had
performed more than five trephines during the
study period. The average component lengths
for each operator who had performed six or
more trephines are shown in fig 1, ranked by
the number of trephines performed.

Figure 2 shows the proportion of trephines
with marrow infiltration by tumour, plotted for
0-4 cm increments of the total trephine length.
The proportion positive for tumour shows a
rising curve to a plateau of about 30% at a
length of at least 1 2 cm. A similar plot against
the length of interpretable marrow showed a
plateau at 08 cm. Similar curves, with the
same threshold for the plateau are seen if
trephines are restricted to 295 cases of non-
Hodgkin's lymphoma. No other specific diag-
nostic category was available in sufficient
abundance for analysis. Because leukaemia
affects the marrow more diffusely than other
malignant neoplasms, the analysis was also
performed on all cases of malignant neoplasia
excluding 66 myeloid leukaemias; the shape of
the curve was not significantly altered.
The relative merits ofthe Jamshidi and Islam

needles were investigated. Data were available
for 71 trephines known to have been
performed with Jamshidi needles and 23
known to have been performed with Islam
needles. The Jamshidi produced a trephine
biopsy specimen which was on average
0-22 cm (cl -0-03-0 47 cm) longer, with
0 1 1 cm (ci -0-13-0-43 cm) more interpret-
able marrow. Nine of 94 of operators reported
some fault in the equipment-bent or blunt
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of 05-3 5 cm, with an average of 2-0 cm. All
the trephine biopsy specimens had well pre-

x served architecture. Smaller specimens were

obtained by doctors performing biopsies for
the first time. Islam stated that an adequate

x
x

size is 1-8-2-0 cm.4 Islam's experience with the
x

x
Jamshidi needle was that the cores obtained

x x
were typically 1L0-1 2 cm long. This was due

x

to fracturing of the core with the result that a
x

part of its length was lost when the needle was

x x withdrawn. It was to overcome this problem
x
x

that he proposed the design of needle which
has come to bear his name. Wintrobe, without

x citing evidence, gives a minimum length for an
l

"optimum" trephine of 2-0 cm.5 He also cites al

0 1 2 1 4 1-6 1 8 20 22 wet weight of 150 mg. Ellis et al state that an

i total length (cm) optimum length is 3/4 inch with a wet weight
of 150 mg.6 Although unattributed, they are

5hine biopsies by each operator plotted against probably quoting an earlier edition of Win-
by the operator. trobe. Frisch et al state that a minimal biopsy

size for diagnostic evaluation is1X5 cm or five
marrow spaces.7 Others give detailed instruc-

or missing equipment. A further nine tion on trephining technique but offer no

perators reported difficulty removing guidance on adequacy.8 Brunning et al com-

from the trephine needle. For both pared bilateral with unilateral iliac crest tre-
needle, a report of any difficulty was phining and found that bilateral trephining~d with a shorter trephine (average yielded an extra 11%-22% of positive biopsy
(cl 0X84-1*20)) and an even more specimens9; the degree of sampling is therefore
length of useful trephine (average shown to be of importance. They state that in
(cl 0-33-070 cm)). 10 of 353 cases one or both trephines were

inadequate, but do not state their criterion of
adequacy.;ion There is likely to be some variation as to

arrow trephine biopsy is an important what constitutes adequacy, depending on the
nent to marrow aspiration. For exam- spectrum of diseases in the patients from
nshidi and Swain found that in which the trephine biopsy specimens are

% of cases it yielded a diagnosis which obtained. We have therefore sought to establish
apparent on the smear alone.' How- a minimum adequate length for the patient
carry out many trephine biopsies is population treated at the Christie Hospital.

re in terms of clinicians' and laboratory One would expect the proportion of trephine
materials used, and in discomfort to biopsy specimens which are positive for
These considerations, combined with tumour to increase with an increasing length of
jective impression that many of the trephine, reaching a plateau for trephines of
s are inadequate, makes it an appro- adequate length. This was indeed our finding
ibject for medical audit. Bone marrow (fig 2). We analysed the correlation between
s are also unusual among histological positivity for tumour and trephine length for
ns in that a simple numerical measure- specimens from a population of patients with a

adequacy, the length of the trephine, large range of malignant neoplasia. This
nade. There has been a small compar- included patients with carcinoma, melanoma,
idy byIoannides and Rywlin of the sarcoma, lymphoma and leukaemia. Ideally
of marrow obtained by aspiration and this analysis should be performed separately
types of trephine needle.2 The study for each major category of malignant neo-

morphometric point counting tech- plasm. The numbers of cases available pre-

determine the surface area of marrow vented us from doing so, except for the
for examination. We elected to use a category of non-Hodgkin's lymphoma (all
assessment of trephine component subtypes). We consider that the length of
because of the large number of tre- trephine biopsy specimen for which the plateau
vhich we wished to assess. rate of positivity for tumour is achieved repre-
e the adequacy of the trephine biopsy sents an objective measure of adequacy. Cor-
ns under review can be assessed, cri- recting for shrinkage during processing, for the

f

adequacy need to be established, mix of neoplasms treated at the Christie
ed findings give some guidance, Hospital, a trephine biopsy specimen needs to
h the recommendations often appear be a least1X 6 cm long before processing, with
y.We are unaware of any study which I- cm of interpretable marrow, to detect

I the primary aim of addressing this reliably marrow infiltration by tumour.n

. Brynesta al state that an adequate On these criteria, 58% of the trephine biopsy
specimen is greater than1- 5 cm in specimens are of inadequate total length, 59%'

but reference no evidence. Jamshidi have an inadequate length of interpretablea

am reported the use of their needle to marrow, and most operators are producing an1

50 trephines.' These had a size range inadequate average trephine. Although there is
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variability in the individual trephines produced
by any one operator, the proportion of ade-
quate trephines from an operator rises sharply
with the average length of trephine produced
by that operator (fig 3). We are aware that our
hospital is unusual in the large number of
operators, with a great variation among opera-
tors in their experience of performing tre-
phines. Most hospitals will have fewer, more
experienced, operators. This is reflected in the
average length of the trephines produced out-
side of the Christie Hospital and sent to us for
histological review (fig 1), most of these being
performed in district general hospitals by
haematologists.
The subjective impression reported by

operators is that the Jamshidi needle is superior
to the Islam needle. This is the trend of our
results, although the 95% confidence limits for
the mean total and the mean useful lengths
obtained with the two needles overlap.
Our recommendations were that there needs

to be an improvement in the training of
operators. An instructional video should be
made available. An operator who is in doubt as
to his ability should seek tuition and one
author (PWB) would confidentially inform any
operator of his performance. Six months after
this audit was presented to the hospital medical
staff there have been no enquiries. The audit
should be repeated after a period of 12 months
to assess improvement.

Addendum
The contents of this paper were presented to
the medical staff of the Christie Hospital in

September 1991. A preliminary analysis of 232
trephines performed in the first four months of
1992 shows a substantial improvement in the
lengths as measured by the MLSOs before
processing, to a mean of 2 12 cm. The propor-
tion which are inadequate on grounds of total
length has fallen to 25%. More detailed
analysis by operator will be needed to establish
whether individual operators have improved
their performance, or whether a higher propor-
tion of trephine biopsy specimens are now
being performed by the more able operators.

We thank Mrs H Clark for distributing the questionnaires with
the trephining equipment and Dr Morgenstern and Dr Chang
for permitting us to use the resulting data.
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